[Use of local induced hyperthermia in the treatment of malignant tumors].
The way of a local contactless hyperthermal induction heating for biological tissues is developed on the basis of implantation of substituting composite applicator made of a polymeric material with incorporated ferromagnetic particles. The simplified mathematical model of the physical processes proceeding at a sample heating is presented. Model results are used for approximation of the experimental data.